Evaluation and comparison of measurements of unattached and attached radon progeny in the radon chamber of PTB Braunschweig (Germany) with NRPI Praha (Czech Republic).
On the case of a parallel metrological measurement of unattached and attached concentrations of radon progeny, the evaluation by an inversion of the Jacobi-Porstendörfer room model indicates a real overestimation of the concentration of RaA ((218)Po).